Endoscopic replacement of the amplatz sheath with a larger one, for larger stone fragments extraction.
We present a technique to replace a 24F with a 30F working sheath during percutaneous renal surgery, for larger stone fragments extraction. To gain time, the 30F sheath is directly glided over the 24F sheath under endoscopic control, without radiation exposure.